
Display Window
Status of Speed, Time, Running, Door Open / Close

Start / Stop

Setting Speed
Press once : RPM / Press twice : RCF

Lid Open Short Spin 

Time
less than 30 min

Time/Speed 
arrow keys

Set Speed 
and Time

Be Saved 
Automatically 
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Function 
Selection

Cat. No. GZ-1312

OperationDisplay & Control Panel
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설계자 점검자 승인자 날짜

1 / 1 
에디션 용지

날짜

Check the rotor is installed correctly and 
is sitting firmly on the motor shaft.

Rotor checking

Interchangeable rotors

Close the snap fit button aligning with 
the motor shaft.

Snap fit button checking
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설계자 점검자 승인자 날짜

1 / 1 
에디션 용지

날짜

Snap fit 
button 

GRF-m2.0-12
for 12 x 1.5/2.0 mL microtubes
GRF-m1.8-10
for 10 x 1.8 mL cryotubes
GRA-s0.2-32
for 32 x 0.2 mL PCR tubes or
4 rows of PCR strips
GRF-m2.0-12-b
For 12 x 1.5/2.0 mL microtubes

Clean the motor shaft. Remove the foreign 
substances not to cause any vibration.

Chamber cleaning & checking
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설계자 점검자 승인자 날짜

1 / 1 
에디션 용지

날짜

Do not exceed the max speed
(6,000 rpm/2,400 xg) when the
PCR rotor is coupled.

PCR Rotor
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설계자 점검자 승인자 날짜

1 / 1 
에디션 용지

날짜

Use the power cord supplied with the device 
and connect the device to the power supplies 
that match the electrical requirements. Switch 
off the device and disconnect the power plug 
after using the centrifuge.

Electrical safety

Order & Inquiry : +82-2-3452-7736 / info@gyrozen.com / techsupport@gyrozen.com / www.gyrozen.com
Download corresponding user manual from www.gyrozen.com

GZ-QG-mini(E)(Rev.0)

Precautions and Maintenance Tips 

Inspect the rotor and accessories for damage 
before each use. Discontinue use and replace 
it if damaged.

Checking accessories for damage

Load the sample symmetrically. It is 
most important to symmetrically mount 
samples of equal weight. In general, 
triple point symmetry is more stable 
than opposite symmetry.

Balancing the rotor

Quick Guide Microcentrifuge

mini


